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Abstract

Absorbed-dose-to-water calibrations are important to the medical community to facilitate
the accurate determination of doses delivered to tumors during external-beam cancer therapy.
The first version of this document published in 1990 (NBS Special Publication 250-40) offered
an absorbed-dose-to-water calibration service based on a graphite calorimeter as the primary
standard instrument. However, the use of this calorimeter necessitated calculations to convert
the measurement from graphite to water. In 1989, a water calorimeter was introduced at the
National Institute of Standards and Technology (NIST) developed by Steve Domen, which was
to replace the graphite calorimeter as the primary standard instrument. The calculations
necessary for conversion factors were eliminated with this new technology. In 1995 NIST
started to develop a new calibration service, based on the water calorimeter measurements, for
disseminating the standard for absorbed dose to water. This document describes the calibration
service offered by NIST for almost a decade and is based on the Domen water calorimeter
standard.

Despite the fact that the service became available at NIST in the past decade, the
medical-physics community did not take advantage of it during the first years and continued
instead to have chambers calibrated in terms of the quantity exposure (in units of roentgen) to
calibrate their ®°Co radiotherapy and high-energy x-ray producing electron accelerators. A
protocol, commonly known as TG21, developed by the American Association of Physicists in
Medicine (AAPM), involved many calculations to arrive at the quantity desired by the medical
physicist in the practicing clinic, cGy/MU (centiGray/monitor unit). The AAPM developed a
new protocol through Task Group 51 which involved absorbed-dose-to-water calibrations of ion
chambers commonly used in the calibration of clinical radiotherapy photon and electron beams.
The community now follows this protocol and makes use of the new NIST calibration service
based on the water calorimeter standard.

NIST has developed and offers the absorbed-dose-to-water calibration service for
ionization chambers based on a water calorimeter standard developed by Steve Domen at NIST.
This document outlines the steps that have been taken to develop this service including a brief
description of the Domen water calorimeter. The procedures that are involved in the calibration
of an ionization chamber for this quantity are presented along with results from recent
comparisons of the NIST with the Bureau International des Poids et Mesures (BIPM) in France
and the National Research Council Canada (NRCC).
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1. Scope

This document is intended to give a detailed report on the service offered by NIST for the
calibration of ionization chambers in terms of the quantity absorbed dose to water. lonization
chambers are irradiated inside a water phantom using ®*Co gamma-ray beams. The NIST
calibration code for this service is 46110 and appears listed in Chapter 8 under section C.1 of the
NIST Calibration Services Users Guide SP 250.

2. Definitions and Acronyms
AAPM: American Association of Physicists in Medicine.
absorbed dose to water: The energy imparted by ionizing radiation per unit mass of water.

accreditation: A formal recognition that a laboratory is competent to carry out specific tests or
calibration, or types of tests or calibrations.

ADCL: Accredited Dosimetry Calibration Laboratory

air kerma: Air kerma, K, is the quotient of dE;, by dm, where dE,, is the sum of the initial kinetic
energies of all electrons liberated by photons in a volume element of air and dm is the mass of air in
that volume element. Then

dE
K — tr 1
T )

The SI unit of air kerma is the gray (Gy), which equals one joule per kilogram; the older unit of air
kerma is the rad, which equals 0.01 Gy.

exposure: Exposure is defined as the total charge per unit mass liberated in air by a photon beam
and is represented by the equation:

do

X dm @

where dQ is the sum of the electrical charges of all the ions of one sign (negative or positive)
produced in air when all the electrons liberated by photons in a volume element of air whose mass is
dm are completely stopped in air. The SI unit of exposure is the coulomb per kilogram (C/kg); the
special unit of exposure, the roentgen (R), is equal to exactly 2.58x10™ C/kg. The ionization arising
from the absorption of bremsstrahlung emitted by the secondary electrons is not included in dQ.
Except for this small difference, significant only at high energies, the exposure as defined above is
the ionization equivalent of air kerma. The relationship between air kerma (in Gy) and exposure (in
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R) can be expressed as a simple equation:

K=X (2.58x107* E)(E) (L j 3)
kg'\e J\1—-g

where W/e is the mean energy per unit charge expended in dry air by electrons, and g is the mean
fraction of the initial kinetic energy of secondary electrons liberated by photons that are lost through
radiative processes in air. The currently accepted g values for ®°Co, *’Cs and x-ray beams are
0.0032, 0.0016 and 0.0000 respectively'. The current value used by the NIST for W/e is 33.97 J/C,
which is the value currently adopted by the international measurement community?.

BIPM: Bureau International des Poids et Mesures.

calibration: The set of operations that establish, under specific conditions, the relationship
between values indicated by a measuring instrument or measuring system, or values represented
by a material, and the corresponding values realized by standards.

calibration coefficient, Np,: The absorbed-dose-to-water calibration coefficient, Np., for an
ionization chamber is defined as the quotient of the value of the absorbed dose to water delivered to
the chamber and the electrical charge generated by the radiation in the ionization chamber.
Equivalently it can be defined as the quotient of the absorbed-dose-to-water rate delivered to the
chamber and the ionization current generated by the radiation in the ionization chamber. The units of
the calibration coefficient are given in Gy/C.

calibration factor: The result of a calibration when the ratio of values realized by the test
instrument and the standard is dimensionless.

interlaboratory comparison: A program to provide organization, performance and evaluation
of calibrations or tests on the same or similar items or materials by two or more laboratories in

accordance with predetermined conditions.

ionization chamber: A solid envelope surrounding a gas- (usually air-) filled cavity in which an
electric field is established to collect the ions formed by the radiation.

measurement: The set of operations having the object of determining the value of a quantity.
measurement system: One or more measurement devices and any other necessary system
elements interconnected to perform a complete measurement from the first operation to the
result.

NIST: National Institute of Standards and Technology

NRCC: National Research Council - Canada.



proficiency testing: A test conducted by NIST to demonstrate that laboratories participating in
the test are able to transfer a measurement of absorbed dose to water that is traceable to NIST.

temperature-pressure correction factor kyp: The correction factor krp is computed from the
following expression: k,, = (273.15+7)/(295.15H) where T is the temperature in degrees celsius,

and H is the pressure expressed as a fraction of a standard atmosphere. (1 standard atmosphere =
101.325 kilopascals = 1013.25 millibars = 760 millimeters of mercury).

uncertainty of measurement: An estimate characterizing the range of values, within an
approximate level of confidence, in which the true value of a measurand lies.

verification: Conformation by examination and provision of evidence that specified system
requirements have been met. Verification includes all sub-system tests.

3. Standards and Facilities
3.1 NIST absorbed-dose-to-water standard

There have been adjustments to the NIST standard for absorbed dose to water from *°Co
radiation during the last few years, associated mainly with the development of the water
calorimeter. This section documents these small changes and documents the present standard
that is described more fully in Section 4.

Before 1991. Prior to 1991, the NIST standard for absorbed dose to water from *°Co radiation
was based on measurements performed with a graphite calorimeter®*.

1991. In early 1990, Domen began measurements with his newly developed, N.-saturated,
sealed-water calorimeter’. Because this system was new, the measurements were confirmed by
comparison with those made with a graphite calorimeter and with a graphite-water calorimeter.
Based on the very good agreement among these results, a comment in Domen’s paper suggested
the use of an average of the measurement results from these three different NIST calorimetry
systems. Such a so-called “blended” standard for NIST was used in one bilateral comparison of
standards with the NRCC in 1991.

1992. Subsequent to the 1991 NRCC comparison, Domen investigated the H.-saturated, sealed-
water calorimeter and found it superior to the N,-saturated system”.

1994. In 1994, the result of the 1991 NIST/NRCC comparison6 was related to the BIPM
standard (and thus to other national standards at that time) through the result of a NRCC/BIPM
comparison. However, Boutillon ef al.” employed a blended standard for NIST consisting of the
average of the results from the H,-saturated, sealed-water calorimeter, the graphite-water



calorimeter, and the graphite calorimeter, rather than the average that included the N»-saturated
system as used in 1991. The absorbed dose rate in water from the NIST *°Co source intrinsic to
this 1994 blended standard was 0.99956 of that of the 1991 blended standard. It is unclear if this
slight change of standards was taken into account, but the 0.04% difference would seem to have
negligible significance.

1995. In 1995, NIST began preparation to disseminate the absorbed-dose-to-water
determinations of Domen. The perspective had by then changed. Rather than using graphite
calorimetry systems to confirm water-calorimetry results, it became increasingly accepted that
the water-calorimetry results were of the highest metrological value and, being a more direct
determination of the quantity of interest, could be used to confirm results of graphite calorimetry.
It was thus decided to use only a result obtained with the sealed-water calorimeter. However, the
result chosen was that from the N,-saturated, sealed-water calorimeter. This implied an absorbed
dose rate in water from the NIST ®°Co source that was 0.99983 of that using the 1994 blended
standard.

1998. From a review of procedures in consultation with Steve Domen, it was concluded that
Domens’ results with the H,-saturated, sealed-water calorimetry system constitute the most
direct and technically superior of the NIST measurements of the absorbed dose in water, and
thus is most suitable for the standard. This standard then implied an absorbed dose rate in water
from the NIST ®°Co source that was 0.99868 of that using the Nj-saturated result. This 0.13%
difference in the measurement results from the N, and the H, systems is not significant
(compared to the uncertainty of the measurement discussed later), nor for that matter is the
0.15% difference between the 1994 blended standard and the current H,-saturated, sealed-water
standard. But consistency requires that a slight adjustment in transfer standards be made. Thus,
NIST absorbed-dose-to-water calibrations reported prior to 25 June 1999 (and after 1995) should
be multiplied by the factor 0.99868.

3.2 %0Co source

The ®°Co source is housed in an Atomic Energy of Canada, Ltd. (AECL)* Theratron F
teletherapy head that is mounted to the ceiling. This source configuration produces a vertical
gamma-ray beam as shown schematically in Fig. 1. The Theratron head contains adjustable jaws
for collimation of the beam. For calibration work requiring a known absorbed-dose-to-water

®Certain commercial equipment, instruments, or materials are identified in this report to foster
understanding. Such identification does not imply recommendation or endorsement by the National Institute of
Standards and Technology, nor does it imply that the materials or equipment identified are necessarily the best
available for the purpose.
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Figure 2. Field size and beam uniformity at the level of the detector with the jaws set
with an aluminum block. This view looks up toward the source. The cross hairs
represent the geometrical center of the beam. The field size was determined by use of a
CMS, Inc. scanning water phantom. Dimensions are in centimeters.

radiation field, measurements are conducted with a square collimator opening of 50.8 mm by
50.8 mm defined by closing two pair of jaws onto a block of those dimensions. Using a
Computerized Medical Systems (CMS), Inc. scanning water phantom, it was determined that this
collimator setting defines a field size of 15.4 cm x 15.4 cm (50 % intensity line) at the level of
the detector, Fig. 2.



33 Calibration facilities

NIST maintains a vertical 444 TBq (nominal 12 kCi Nov, 1989) ®°Co source in the low intensity
vertical beam facility located where the absorbed-dose-to-water rate is known as a function of
field size, chamber depth in water, and distance from the source. The source is located
approximately 2.6 m above the floor. Directly under the source is a pit covered by an aluminum-
magnesium alloy low-scatter grate. The pit is approximately 2 m deep and 1.5 m in diameter to
help reduce scatter from the well-collimated beam. A laser, located in the base of the pit, is used
to define the central axis of the beam and for alignment of the test chamber.

The control room contains all peripheral equipment such as electrometers, temperature and
pressure readout units, and the computer that controls the calibration system. Customer
chambers are kept in this room from the time they are received until they are shipped back to
their owners.

NIST is currently set up to calibrate farmer-type-chamber models: Exradin A12, NE 2571, and
PTW N23333 without customer electrometers. Other makes and models of chambers can be
calibrated as long as the customer provides a suitable waterproofing cap for the chamber, if not
inherently waterproof, and the chamber/cap combination must fit within the NIST water
phantom, see Section 5.

34 The calibration service

The absorbed dose rate was determined by use of the water calorimeter placed in the beam with
the following source field parameters: s = 5.08 cm, x = 5.0 cm, z = nominal 100 cm, and f=15.4
cm as shown in Fig. 3. As described in Section 3.1, the value of the measured absorbed dose to
water rate was subjected to several corrections up to 1999. The value of the initial measurement,
made on January 11, 1990, including all corrections applied until June 25 1999, is

D(0)=1.812 Gy/min. This value has been used since 1999 to determine the

absorbed-dose-to-water rate, D(¢), for any given day of the year by using the following
expression,

D(t) = D(0)-expl|-3.60056x10 -1/ days ). )

where 7 is the number of days between the reference date and any other given date of the year.
The absorbed-dose-to-water rate measurement done with the water calorimeter is then
transferred to ionization chambers placed in a water phantom with the same source field
parameters (note that both dimensions z and x from Fig. 3 are measured with respect to the
physical center of the collecting volume for cylindrical or spherical detectors). When the
ionization chamber to be calibrated is placed at the same s, x, z, fas above, it can be calibrated in
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terms of absorbed dose to
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Figure 3. Schematic diagram of absorbed-dose-to-water calibration setup showing
collimator size (s), detector depth in phantom (x), source-to-detector distance (SDD) (z),
and field size at the detector (f).

water per unit charge (Gy/C). It can then be used in other ®*Co beams with similar geometries to
determine absorbed-dose-to-water rates.

The NIST ionization chambers are used in the quality-assurance program to verify the absorbed-
dose-to-water rate by recording over time the value of the calibration coefficients for several
chambers. The calibration coefficient, Ny, , can be determined for a given ionization chamber

as,

Ny, =

W

D
iy 3

7 3)

where D is the rate of absorbed dose to water (in units of Gy/s) to which the ionization chamber

was exposed, and 7 is the measured value of the ionization current (in units of C/s) of the
ionization chamber.



The measured value of I includes corrections to account for deviations of the ambient temperature
and pressure from standard conditions and a correction for electronic-recombination effects. With
the assumption that the chamber is open to the atmosphere, the measurements are normalized to a
pressure of one standard atmosphere (101.325 kPa) and a temperature of 295.15 K (22 °C). Use of
the chamber at other pressures and temperatures requires normalization of the ion currents to these
reference conditions by applying the correction factor krp introduced in the definition section
(Section 2). A correction factor k_, to account for ionization loss due to electronic recombination

sat
can also be applied to the measured ionization current. However, corrections for electronic
recombination are not applied to chambers sent to NIST for calibration. Customers are informed
that the calibration coefficient reported can be transferred to other beam facilities provided that the
dose rates are similar to those used at NIST during the calibration of the instrument. If absorbed-
dose-to-water rates are significantly different from those used for the calibration, a detailed study
must be performed by the user of the instrument to correct for recombination loss. NIST does
provide, however, the ratio of currents at full and half collection potential. The value of this ratio
can be used to determine a value of k_, using the two-voltage method®

4. The Water Calorimeter

The water calorimeter and its use as a primary standard has been described in the Journal of
Research of the National Institute of Standards and Technology in an article entitled “A Sealed
Water Calorimeter for Measuring Absorbed Dose™. A summary of the contents of that article is
described in this section. The reader can refer to the original article for more details.

Figure 4 shows a schematic cross section of the calorimeter and its general features. The
phantom is a 30 cm x 30 cm x 30 cm acrylic container filled with distilled water. The electrical
resistivity of the water is about 0.4 MQ-cm. A thermistor is mounted to measure the temperature
of this water with a resolution of 0.01 °C.

A sealed, thin-wall, cylindrical glass container, 110 mm long x 33 mm diameter, is mounted on
supports within the phantom. The glass container serves to seal in the high-purity water and acts
as a convective barrier. This water is cleaner than normally distilled water, having been
prepared in a system consisting of a filter, deionizer, and an organic absorber. It has an electrical
resistivity of 20 MQ-c¢m (at 20 °C). Once prepared, the water is withdrawn and handled in
glassware that was cleaned and placed overnight in a furnace at 450 °C. The water is then
saturated with high-purity hydrogen or nitrogen gas prior to being sealed in the container.
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Figure 4. Schematic cross section of the Domen water calorimeter showing the essential
features for measuring absorbed dose to water.

Two temperature probes are mounted within the glass container along the central axis with the
sensor ends close to the center. Each probe consists of a thermistor that is enclosed within and
near the end of a thin glass capillary. Figure 5 shows a schematic diagram giving constructional
details of the sensor end of the probes. The distance between the thermistors can be varied, but
was set at 9 mm for this work. The phantom is then filled with the once distilled water until the
thermistors are at a depth of 5 cm from the surface. A temperature rise is produced by the
square-collimated ®*°Co beam.

The temperature rise is measured with the two calibrated thermistors in opposite arms of a
Wheatstone bridge to double the output signal. For negligible heat defects and changes in
thermistor power, the absorbed dose D is:

D—%-(AR/R)-‘F-C, @)
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Figure 5. Schematic diagram showing the constructional details of the temperature probe
consisting of an embedded thermistor near the end of a long thin capillary. Dimensions
are in millimeters.

where the factor Y% is the result of using two thermistors to measure the temperature rise, AR/R
—-1

is the measured fractional change in the Wheatstone bridge balancing resistor, |S |is the

absolute value of the reciprocal of the mean sensitivity of the thermistors determined from the
calibration data, and c is the specific heat capacity of water at the calorimeter operating

temperature. The product %-( AR/R)- ‘E_l is the mean temperature rise.

The sensitivity of a thermistor, S, is defined as (1/r)(dr/dT). S can therefore be expressed as,

S=|p/r

; )

where [ is the “material constant” of the thermistor. S is therefore determined from the value
of £ that is obtained by using the well known empirical expression:

r=r, e/?(l/’T—I/To) , (6)

11



where r and r, are the values of the thermistor resistance at a given temperature T and 7,
respectively (the unit of temperature is expressed in Kelvin).

Equation 6 can be reduced to the linear form,

y=p-X+0, (7

where y=1Inr,x=1/T,and 6 = Inr, - §/T,, a constant. Least-squares fits of the data are applied
to Eq. 7 to determine /£ and ultimately the value of S.

Calibration of a thermistor consists of determining S, which is its fractional change in resistance
per degree change in temperature. The temperature was measured with a calibrated mercury
thermometer (0.01 °C per division) and with a quartz thermometer. The thermistors used had a
resistance of about 3.3 kQ at 22 °C with a negative coefficient of resistance (S) of about 3.7 %/K.
The temperature probes were removed from the glass container and placed in the once-distilled
water so that they would rapidly change with the water temperature, which was varied at
intervals of 1 °C from 15° C to 29 °C by using ice and inmersion heaters. The temperature of the
water was raised with four immersion heaters (total 100 W), and the water was circulated to
attain uniform temperature. Then the water was allowed to become stagnant before measuring
the thermistor resistances. Their resistances as a function of temperature are shown in Fig. 6.
The bridge was balanced at each temperature. The thermistor resistances (r; and r;) plus the
external lead resistances, which were about 0.6 percent of | or 7;, could be determined from the
two known resistances on the bridge and the four measured potentials across the bridge arms as
indicated in Fig. 4 of reference 5. The thermistors, however, were calibrated one at a time (for
the sake of safety in handling), which required replacing a thermistor with a known resistance.
This then gave two methods of determining a thermistor resistance from (1) two measured
potentials and a known resistance, and (2) three known resistances. The electrical power in the

thermistor varied from about 4 uW to 5 uW during calibration. The small rises in temperature of
the thermistors were determined from measurements and added to the measured water

temperature in the phantom.
A second generation Domen water calorimeter is currently under development at NIST.

Preliminary results on this development have been presented recently at an international
conference’

12
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Figure 6 Calibration data of thermistor resistances as a function of temperature.
The curves are marked for thermistor #1 and thermistor #2.

5. Secondary (transfer) standard ionization chambers

Farmer-type ionization chambers are used at NIST as secondary standards for consistency
checks and as transfer standards. These types of chambers are most commonly used in
radiotherapy clinics in the United States. Table 1 shows technical manufacturers’ specifications
for two typical farmer-type chambers.

Table 1. Specifications of typical farmer-type ionization chambers used at NIST.

Nominal  Nominal

Nommal thimble body Thimble Nom1gal Operating
Chamber  diameter . . Collecting .
length diameter =~ material potential
(mm) volume
(mm) (mm)
Exradin 7031 25738 9822 2 gesem® 300V
Al2 plastic
NE . 3
2571 6.977 25.717 8.613 graphite 0.60 cm -300 V

13



The Exradin chambers are inherently waterproof while the NE chambers are not. In order to
perform measurements with the NE chambers in water a two step assembly is required. First, a

1 mm thick acrylic sleeve is threaded onto the chamber stem in the same manner as the buildup
caps. Next, latex sheaths are fastened with rubber bands to the back portion of the acrylic sleeve
in such a manner that no portion of the sheath covers the collecting volume of the chamber. The
purpose of the acrylic sleeve is to protect the chamber from the water while the sheath serves to
prevent water from coming into contact with the cables. Figure 7 shows how the waterproofing
is assembled for chambers that are not inherently waterproof. The flexible sheath is needed
behind the acrylic sleeve due to the mounting configuration at NIST, which is shown in Fig. 8.
Ross and Shortt'® have shown that rubber-like waterproofing sheaths can cause a significant
difference in the response of the chamber. Their work was repeated at NIST, as explained in the
next section, with similar results.

Table 2 shows the reproducibility of both the system and the measurement setup. For the system
reproducibility test, many contiguous calibrations of the chambers were performed by starting
and stopping the data-acquisition program. For the setup reproducibility test, the water tank and
chamber were reset in the beam for each calibration as if a new calibration were being initiated.

The positive and negative potential-response ratios can also be seen in Table 2. It is recognized
that the response of the chamber can be different depending on the polarity of the potential
applied' ">, and that the correct ionization should be represented as:

e (Q; o) "

where Q" and O represent the charge collected with positive and negative potentials respectively
(I and I are the corresponding ionization current values).

It is interesting to note that differences in manufacturing seem to be a prime contributor to the
ratio of Q" and Q". While NIST operates only a limited number of chambers, calibrations of
customer chambers show that the charge ratio for a given make and model is consistent. One
criterion used to determine if chambers are operating normally is if their charge ratio
corresponds to that common for their make. The NE 2571 ion chambers, for example, exhibit
different polarity effects in water than they do in air as shown in Table 2.

14



Figure 7. Waterproofing assembly for chambers which are not inherently waterproof.
Drawing courtesy of Med-Tec.

Figure 8. Water-phantom chamber-mounting apparatus. Drawing courtesy of Med-Tec.

15



Table 2. Chamber characteristics. Reproducibility measurements were made using a potential
difference of 300 V.

Chamber System Setup r/r
Reproducibility ~ Reproducibility
(%) (70) air water
Exradin A12 0.01 0.05 1.0006 1.0006
NE 2571 0.01 0.03 1.0030 1.0020

During international comparisons, NIST obtained different polarity effects for the NE chambers
for absorbed-dose-to-water measurements. NIST repeatedly observed an average 0.34 %
polarity effect whereas other laboratories reported a polarity effect on the order of 0.15 %. At
first, different field sizes at NIST were suspected. In the medical field, and hence most
calibration laboratories, a field size of 10 cm x 10 cm at the detector is used. NIST’s field size is
15.4 cm x 15.4 cm. The results of an investigation showed no field-size dependence as reported
in the next section.

NE chambers are not fully guarded. Because of this, the stabilization time was investigated and
the following test was developed: (a) a chamber was set up, the voltage (negative) was turned on,
and the calibration was started; (b) the chamber set up was repeated (to account for evaporated
water), the polarity switched to positive, and the calibrations repeated; and (c) after a repeat of
the set up, the first conditions were repeated. The calibrations were made at three minute
intervals over a two hour period for each condition. The entire test was repeated three times and
each showed similar results.

As seen in Fig. 9, the first set of calibrations (a) were consistent for the entire calibration period
with a standard deviation of 0.02 % over the two hours. The second set (b), however, shows the
typical “settling” behavior observed with these chambers before coming to stability after more
than an hour of measurements. Returning to negative potential (¢), the chamber again exhibited
a “settling” period of less than an hour. The final measurements of both (b) and (c) are on the
order of 0.40 % higher than the initial measurements. The final negative-potential calibrations
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Figure 9 Stabilization profile of the NE 2571 chamber. Measurements were made every
three minutes for two hours. (a) First set of measurements with polarity at -300 V. (b)
Polarity switched to +300 V. (c) Final measurements at -300 V.

(c) were 0.15 % different than the initial measurements (a). The ratio of the final currents
measured for (b) and (a) is 0.33 %, consistent with NIST’s historical average reported in the
table above. The ratio (b) to (¢) is 0.18 %, consistent with that observed at other national
laboratories. The observed effects here described could have contributed to the differences
mentioned above observed during past comparisons.

The Farmer-type chambers discussed here are all open to the atmosphere. However, none of the
chambers exhibit ideal atmospheric communication under rapidly changing conditions. The
Exradin chambers have vent tubes that run from the chamber for the full length of cable,
approximately 200 cm. As these chambers are inherently waterproof, the length of the vent
tubes was probably seen as necessary to clear any possible situation in which the cable might lie
in the water. Due to their small diameter, air exchange is not optimal, and they do not track
pressure changes as quickly as desirable. Therefore, calibrations for Exradin chambers should
not be made on days when there are rapid changes in pressure. The vent holes on the NE
chambers are covered by the waterproofing caps. While this could pose a problem under rapidly
changing atmospheric conditions, they still respond in a reasonable fashion.

The Exradin chambers are guarded and come to equilibrium almost immediately. Also, they do
not show the polarity effect variations that the NE chambers do. Once equilibrium is reached,
however, both the Exradin and the NE chambers are very suitable for calibration work.
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An observation worth mentioning is in regard to the NE chambers: One of the NIST NE
chambers began to show some erratic behaviour during one of the above mentioned calibrations.
Taking the sleeve off, it was found that water had seeped into the waterproofing sleeve and the
chamber was completely wet. Left open to the air to dry for approximately one week, the

chamber response returned to normal.

6. Characterization of absorbed-dose calibration parameters

The NIST *°Co source was calibrated with a water calorimeter, as described earlier, at a nominal
source-to-detector distance of z=1.00 m. A square metal jig with sides of 50.8 mm was fitted
into the collimator opening, and the jaws were then closed onto it to set the beam size.
Absorbed-dose-to-water measurements with the water calorimeter were made at only this one
distance and collimator setting.

Since initial calibration, the source rate is determined through decay corrections using a half life
of (1925.3 + 0.5) days'*. A NIST secondary-standard ionization chamber has tracked the source
decay in terms of air kerma since the source was originally purchased in 1989. Recent success in
air-kerma and absorbed-dose-to-water comparisons'>'®!” show that the source decay is tracking
well.

Beam size, uniformity, and percentage depth dose were determined by use of the CMS, Inc.
scanning water phantom. In the first version of this document, SP250-40, Pruitt had calculated
the field size at the detector to be 14.5 cm x 14.5 cm. The field size determined by the scanning
water phantom is 15.4 cm x 15.4 cm at the 50 % limits. A scan of the field showing both beam
size and uniformity can be seen in Fig. 2. The extreme values are within 5 % of each other over
a field size of 12 cm x 12 cm and within 1 % over a field size of 4 cm x 4 cm. The percentage
depth-dose can be seen in Fig. 10 and appears typical of that for a ®’Co source.

Several tests were performed to check the sensitivity of the ion chamber readings to certain
measurement parameters such as field size, source-to-detector distance (SDD), surface-to-
detector distance, chamber position relative to tank bottom, setup reproducibility, electrical
leakage, water-proof materials, water purity and polarity effects. In the sections that follow a
brief summary on each of these tests is described.

6.1 Field-size dependence

In this section, a test to study the dependence of the chamber reading (ionization current) with
field size was determined. The field size is defined by two pair of collimator jaws located on the
therapy unit. The two pair of jaws are perpendicular to each other. Each pair of jaws is set
manually by adjusting the corresponding collimator dial. The readings on the dials are
dimensionless and can be varied between 0 (jaws completely closed) and 20 (jaws completely
open). The dial setting on both pair of jaws has to be set to the same value to obtain a square
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Figure 10. Depth-dose curve for the NIST *’Co source determined by the CMS, Inc.
scanning water phantom.

field. For chamber calibrations made in terms of absorbed dose to water a square field is used
and the dial setting for both pair of jaws is 10.75 (this value has been used for setting the field
size since the year 2001). Throughout the text we use the notation 10.75 x 10.75 to refer to a dial
setting on both pair of jaws of 10.75. This collimator-dial setting defines approximately a square
field size of 15.4 cm x 15.4 cm at a source-to-detector distance of 1 m as shown in Fig. 2.
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For the field-size test the collimator-dial settings were varied from 10 x 10to 11.5x 11.5 in
increments of 0.25. Field sizes (50 % contour at the level of the detector) associated with these
settings vary from 14 cm x 14 cmto 16.1 cm x 16.1 cm. In Fig. 11 the readings at the various
jaw settings are normalized to the reading obtained when the dials are set to 10.75 x 10.75. It
was found, but is not shown, that the readings vary depending on whether the collimators are
opened ‘up’ to the settings or closed ‘down’ to the settings. The procedure followed is to close
down the jaws to the dial settings. From the figure one can infer that the reproducibility in the
field size on a daily basis for chamber calibrations can be considered to be within 0.05 %.

6.2 Problems with field size'®

In November 2000, it was discovered that there was a potential problem with the NIST
absorbed-dose-to-water calibration service. For a chamber that had recently been returned from
an international comparison, the calibration coefficient was significantly different than the
historical calibration coefficient that had been verified prior to the comparison. Upon careful
examination, it was found that the problem was due to differences in the radiation field size.
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Figure 11. Absorbed-dose-to-water dependence on jaw settings. Each pair of jaws are
set to the same dial setting (see text). The current response at each setting is shown
relative to the that using the 10.75 x 10.75 dial setting.

NIST had used a square metal jig with sides of 50.8 mm to set the jaws on its ’Co Theratron F
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NIST had used a square metal jig with sides of 50.8 mm to set the jaws on its *°Co Theratron F
teletherapy unit. The jig was inserted into the opening, and the jaws were then closed around it
to set the jaw openings and hence the field size. The unit has a set of four knobs to control so-
called “beam trimmers”, designed to cut individual corners of the field in therapy applications.
The two knobs used to manually set the jaw openings are located between three of these trimmer
knobs. It appears that two of the trimmer knobs, instead of the jaw knobs, had been accidentally
turned, with the effect that the jig was held in place partially by the trimmers. This had the effect
of changing the field size set by the jig. When the trimmers were subsequently backed out, the
calibration coefficient was again significantly different than the historical value, but now in the
opposite direction. The question then became, were the trimmers out of the way when water-
calorimeter measurements were made to establish the absorbed-dose-to-water rate for the NIST
source back in 1990?

After testing, it was determined that for the past three to four years before the end of 2000 during
which the NIST absorbed-dose-to-water calibration service had been offered, and during which
the historical calibration coefficients of the secondary standards were determined, there was at
least one trimmer set slightly into the beam. The NIST absorbed-dose-to-water calibration
coefficients had always shown a larger variation in reproducibility than those for air-kerma, and
this was due to the fact that the jig has the potential of fitting in the jaws in a number of ways
when a trimmer is in the way. It should be noted that this did not affect NIST air-kerma
calibrations, as the jig is not used to set the jaws in that case and therefore, the trimmers would
only cut out a very small portion of the beam for these calibrations.

In 1990/1991 NRCC and NIST participated in an absorbed-dose-to-water comparison. A
comparison was again performed in 1998. The same NRCC chamber was used in both
comparisons with the following NIST/NRCC results:

1991 1998
Air kerma 0.9941 0.9940
Absorbed dose 1.0036 1.0048

Very little change is séen in the air-kerma calibrations, but the difference in the absorbed-dose
comparison could be at least partially due to a difference in field size

Every effort was made to recreate conditions used for Domen’s determination of the absorbed
dose with the NIST sealed-water calorimeter. Unfortunately, actual field sizes at the
measurement distance were not measured at that time, nor was any verification of field size made
other than to close the jaws on the jig (e.g., the jaw dial readings were not noted). The only
measurement available was a ratio of charges collected with the “set” field size to that with the
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It was finally decided that the field size at the time of the water-calorimeter measurements could
not be reliably assured. Plotting field size vs. calibration coefficients for all NIST absorbed-dose
ion chambers, a field size (determined by setting the dials, not using the jig) corresponding to
dial settings of 10.75 x 10.75 consistently gave the historical calibration coefficients for the
chambers. When the jig was used to set the jaws without any trimmers in the beam, the dials
read 10.25 x 10.6. Using these two field sizes, calibration coefficients for all available
chambers varied by 0.7 + 0.04 %.

Because the true field size for the water-calorimeter measurements cannot be independently
determined, no corrections appear possible. Rather, assuming that the two settings given above
represent the extremes, an additional component of relative uncertainty related to the beam size
has been added in the uncertainty assessment.

In summary since the year 2001 a dial setting of 10.75 x 10.75 has been used to define the field
size for ion chamber calibrations in terms of absorbed dose to water instead of using the jig that
was being used prior to that time.

6.3 Depth Dependence

The source-to-surface distance (SSD) was kept constant as the chamber was moved from a depth
of 4 cm to a depth of 6 cm (note that from Fig. 3, SSD =z — x). This had a dual effect in that it
first altered the distance of the chamber from the source and secondly it adjusted the depth of the
chamber in water with each measurement. Figure 12 shows the net current at each position
normalized to that seen at the standard 5 cm depth. Due to the precision of the positioning
mechanisms, an uncertainty of 0.1 mm would be the maximum uncertainty in the depth
measurement. The slope in Fig. 12 shows that this would result in an uncertainty of 0.05 % in
the current measurement. One point to note is that absorbed-dose-to-water measurements do not
follow the inverse square law. This can be seen in the depth-dose curves generated in
characterization of radiotherapy equipment. A least squares fit of the data was used in Fig. 12 to
force the data onto a straight line. This is probably not the best fit, as the data actually curve
gently in the region shown on the graph. It is felt, however, that the straight-line approximation
would be appropriate over the small region in which a correction may need to be made.

22



1.075 —

1.050

1.025

1.000

0.975

Relative response

0.95

0.925

| | | |
4.0 4.5 5.0 5.5 6.0

Depth in water (cm)

Figure 12. Net Current as a function of chamber depth, normalized to the current at 5 cm
depth. Source-to-surface distance (SSD) is maintained at 95 cm.

6.4  Dependence on depth of water above chamber

For this test, the source-to-detector distance (SDD) was maintained at a nominal value of 1 m
and the phantom was moved to adjust the depth of water above the chamber, i.e., the surface-to-
detector distance. The results of this test can be seen in Fig. 13. As above, the positioning
equipment is such that an uncertainty in the determination of water depth would result in an
uncertainty in the ionization current measurement of no more than 0.03 %.

6.5  Dependence of chamber distance from bottom of phantom

Using the apparatus mounted in the water phantom, the ion chamber can come no closer to the
bottom of the phantom than 9 cm. Water was added for each measurement. To keep the
chamber at a constant depth of 5 cm, the chamber and phantom were then moved to maintain the
SSD and SDD. The results can be seen in Fig. 14. In essence, there is no effect seen as long as
the chamber is at least 10 cm above the bottom of the phantom (no measurements were made at
9 cm). No uncertainty was assigned to this parameter.

23



6.6  Percentage depth dose

A percent-depth-dose study was performed with the chamber/phantom combination and the
results were the same as when the CMS scanning water phantom was used to characterize the
source, (see Fig. 10).

6.7  Measurement reproducibility

Reproducibility tests were performed in two ways. First, once the setup was complete, a series
of ten calibrations were performed without adjusting anything: a test of the reproducibility of the
measurement-chamber system. Second, calibrations were performed over several days and the
entire setup procedure was repeated for each calibration, serving as a test of the operator-setup
reproducibility. The setup procedure appears to be quite stable with a reproducibility of 0.05 %.
Many factors contribute to the setup reproducibility including field size, distance, depth of
chamber, and depth of water. The results of this test are shown in Table 2.
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Figure 13. Net current as a function of depth of water above chamber relative to the
current with 5 cm water above the chamber. Source-to-detector distance (SDD) is held
constant at a nominal 100 cm.



6.8  Electrical leakage measurements

The quality of these chambers coupled with the NIST measurement system results in electrical
leakage measurements that do not exceed 0.02 % of the dose readings. Any uncertainty in the
leakage would add negligible uncertainty to the total measurement, and therefore an uncertainty
for this parameter has not been included.

6.9  Dependence on waterproofing materials

It has been reported™'®'*2° that different waterproofing materials affect the response of
ionization chambers. Using both chamber types available at NIST, test result<ns1:XMLFault xmlns:ns1="http://cxf.apache.org/bindings/xformat"><ns1:faultstring xmlns:ns1="http://cxf.apache.org/bindings/xformat">java.lang.OutOfMemoryError: Java heap space</ns1:faultstring></ns1:XMLFault>